Use of a megavoltage constancy meter for orthovoltage quality assurance.
A commercial megavoltage constancy meter was tested for routine checks of the x-ray output of an orthovoltage therapy unit. A practical method of using the meter for both output and energy checks was developed and is presented as part of an orthovoltage quality assurance program.